Thermometer Inventory

Thermometer # Location Use Temp (°C) Comments

1 Serology Freezer -20
2 Heatblock DFS #01258 95
3 Pre-Amp Freezer -20
4 Bloodbank Refrigerator 4
5 Reagent Prep Freezer -20
6 Organics Refrigerator -20
7 Organics Freezer -20
8 Post-Amp Photo Room Freezer -20

DNA Lab Heatblock American
9 Scientific #0988-0295 37
10 N/A N/A unable to locate
11 Post-Amp Heatblock DFS #01258 95
12 Organics Isolation Freezer -20

Organics Heatblock Lab-Line
13 Instruments #2093 37
14 Storage 37 Spare in Reagent Prep
15 Storage 56 Spare in Reagent Prep
16 N/A N/A unable to locate
17 N/A N/A unable to locate
18 Post-Amp Refrigerator 4
19 Post-Amp Heatblock DFS #01259 95
20 DNA Lab Heatblock DFS #4512 56
21 N/A N/A unable to locate
22 Serology Refrigerator 4
23 N/A N/A unable to locate
24 DNA Lab Heatblock DFS #4473 37
25 N/A N/A unable to locate

DNA Lab Thermolyne Incubator DFS

26 #7095 37
27 N/A N/A unable to locate
28 N/A N/A unable to locate
29 Storage N/A Spare in Post-Amp |
30 Storage N/A Spare in Post-Amp |
31 Reagent Prep Refrigerator 4
32 Post-Amp Freezer -20
33 Evidence Locking Refrigerator 4
34 AluQuant Waterbath DFS #00721 55
35 Evidence Locking Freezer -20

Organics Heatblock American
36 Scientific #1087-0454 56

DNA Lab Heatblock Fisher
37 #908N0190 56
DNA Lab Heatblock Fisher

38 #908N0214 56
39 Heatblock Fisher #911N0259 95
40 Organics Heatblock DFS #007118 56
41 Post-Amp Heatblock DFS #01259 95
42 Organics Heatblock DFS #4486 56
43 Storage N/A Spare in Reagent Prep
44 Storage N/A Spare in Reagent Prep
45 Post-Amp Refrigerator N/A Spare in Reagent Prep
46 Storage N/A Spare in Reagent Prep

Revised 4/14/2009



Annual Thermometer Calibration

Initials: Date: Certified Thermometer Used:
Thermometer Use Temp Temp..of Certified Temp. of Test
# Location (°C) Thermometer-(°C) Thermometer (°C) Comments
DNA Lab Heatblock Fisher
2 #911N0259 95
DNA Lab Heatblock American
9 Scientific #9088-0295 37
Post-Amp Heatblock DFS
11 #01258 95
Organics Heatblock Lab-Line
13 Instruments #2093 37
Organics Heatblock DFS
14 #00718 37
Organics Heablock-DFS
15 #4486 56
Post-Amp Heatblock DFS
19 #01259 95
DNA Lab Heatblock DFS
20 #4512 56
DNA Lab Heatblock DFS
24 #4473 37
DNA Lab Thermolyne Incubator
26 DFS #7095 37
AluQuant Waterbath DFS
34 #00721 55
Organics Heatblock American
36 Scientific #1087-0454 56
DNA Lab Heatblock Fisher
37 #908N0190 56
Organics Heatblock Fisher
38 #908N0214 56




Annual Thermometer Calibration

nitials: DNA Lab Heatblock Fisher Date: Certified Thermomet¢r Used:
2 #911N0259 95
DNA Lab Heatblock American
9 Scientific #9088-0295 37
Post-Amp Heatblock DFS
11 #01258 95
Organics Heatblock Lab-Line
13 Instruments #2093 37
Organics Heatblock DFS
14 #00718 37
Organics Heablock DFS
15 #4486 56
Post-Amp Heatblock DFS
19 #01259 95
DNA Lab Heatblock-DFS
20 #4512 56
DNA Lab Heatblock DFS
24 #4473 37
DNA Lab Thermolyne Incubator
26 DES #7095 37
AluQuant Waterbath DFS
34 #00721 55
Organics Heatblock American
36 Scientific #1087-0454 56
DNA Lab Heatblock Fisher
37 #908N0190 56
Organics Heatblock Fisher
38 #908N0214 56
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