
INTOX EC/IR II
Quality Assurance Worksheet

Instrument Serial Number 010495 Worksheet Start Date 3/4/2015

Location DES-Central

Address 737 N 5th St Richmond VA 23219

DFS Technician Donald Hall License No. 21250

F Laboratory F On-Site

Site Specification: No detrimental environmental conditions exist.

Instrument Barometer (mm HG) 751 Reference Barometer (mm HG) 752

Reference Barometer(RB)Serial # 009109 RB Calibration Due 7/28/2015

Measurement Assurance Check

Standard (sea level) PA Target minimum maximum Sample I
0.300 -0.003 0.003 Sample 2

Precision sample mm sample max Sample 3
0 0.000 0.000

Standard (sea level) PA Target minimum maximum Sample I
0.100 -0.003 0.003 Sample 2

Precision sample mm sample max Sample 3
0 0.000 0.000

Dry gas standard Lot No. (with tank no.)

F Replaced dry gas standard (+0-ring) Supplies
Mouthpieces

F Installed at Location Certificates of Analysis
Operator Worksheet

F Remo~ed to DFS-Central Other:

Notes:
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Instrument Serial Number 010495 Certification Date 3/4/2015

r Calibrated J~ Certified r Measurement Assurance Check

r Instrument Test 1~ Troubleshooting/Maintenance Worksheet Completed
(Successful completion denotes satisfactory condition of the item.)

Standard (sea level) PA Target minimum maximum Sample 1 0.248
0.250 0.247 0.239 0.254 Sample 2 0.247

Precision sample mm sample max Sample 3 0.247
0.001 0.247 0.248

Standard (sea level) PA Target minimum maximum Sample 1 0.148
0.150 0.148 0.143 0.152 Sample 2 0.148

Precision sample mm sample max Sample 3 0.148
0 0.148 0.148

Standard (sea level) PA Target minimum maximum Sample 1 0.079
0.080 0.079 0.076 0.082 Sample 2 0.079

Precision sample mm sample max Sample 3 0.079
0 0.079 0.079

Standard (sea level) PA Target minimum maximum Sample 1 0.019
0.020 0.020 0.017 0.023 Sample 2 0.019

Precision sample mm sample max Sample 3 0.019
0 0.019 0.019

All measurements are in g/210L
Estimation of Uncertainty of Measurement and traceability records are located within the Breath Alcohol Section

DFS Technician c~ ‘~/4.$ Date

Issuing Analyst Date
%.- ~0~~

ciPD
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Intox EC/IR-Il: Certification

Department of Forensic Science
Serial Number: 010495 Test Number: 1072

Test Date: 03/04/2015 Test Time: 14:24 EST

Exp Date: 07/05/2016
Barometric Pressure: 752 mmHg

Check: Passed

Technician Initials: DBH
Dry Gas Target: 0.247

Lot Number: 1611425014-01
Tank Pressure: 727 psI

System

Test g/210L Time
DIAG Pass 14:24
ELK 0.000 14:25
CHK 0.248 14:25
BLK 0.000 14:27
CHK 0.247 14:28
BLK 0.000 14:29
CHK 0.247 14:30
BLK 0.000 14:31

Success

Standard Value (at sea level): 0.250 g/210L

Certification Status: Continued



Intox EC/IR-Il: Certification

Department of Forensic Science
Serial Number: 010495 Test Number: 1073

Test Date: 03/04/2015 Test Time: 14:33 EST

Technician Initials: DBH
Dry Gas Target: 0.148

Lot Number: 0771315013-02 Exp Date: 05/01/2015
Tank Pressure: 120 psi Barometric Pressure: 752 mmHg

System Check: Passed

Test g/210L Time
DIAG Pass 14:33
BLK 0.000 14:34
CHI< 0.148 14:35
BLK 0.000 14:36
CHK 0.148 14:37
BLK 0.000 14:38
CHK 0.148 14:39
BLK 0.000 14:40

Success

Standard Value (at sea level): 0.150 g/210L

Certification Status: Continued



Intox EC/IR—Il: Certification

Department of Forensic Science
Serial Number: 010495 Test Number: 1074

Test Date: 03/04/2015 Test Time: 14:42 EST

Technician Initials: DBH
Dry Gas Target: 0.079

3441308012-02 Exp Date: 01/01/2016

Test
DIAG
BLK
CHK
BLK
CHK
BLK
CHIC
BLJC

Barometric Pressure: 752 mmHg

g/210L
Pass
0. 000
0. 079
0. 000
0 079
0. 000
0 079
0. 000

Time
14:43
14:43
14:44
14:45
14:46
14:47
14:48
14:49

Success

Standard Value (at sea level): 0.080 g/210L

Lot Number:
Tank Pressure: 80 psi

System Check: Passed

Certification Status: Continued



Intox EC/IR-Il: Certification

Department of Forensic Science
Serial Number: 010495 Test Number: 1075

Test Date: 03/04/2015 Test Time: 14:53 EST

Technician Initials: DBH
Dry Gas Target: 0.020

Lot Number: 0771302011-03 Exp Date: 05/01/2015
Tank Pressure: 213 psi Barometric Pressure: 752 mmHg

System Check: Passed

Test g/210L Time
DIAG Pass 14:54
BLK 0.000 14:55
CHIC 0.019 14:55
BLK 0.000 14:57
CHK 0.019 14:57
BLIC 0.000 14:59
CHIC 0.019 14:59
BLK 0.000 15:01

Success

Standard Value (at sea level): 0.020 g/210L

Certification Status: Success
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Intox EC/IR-Il: Accuracy Check

Department of Forensic Science
Serial Number: 010495 Test Number: 1076

Test Date: 03/04/2015 Test Time: 15:06 EST
Dry Gas Target: 0297

Lot Number: A6428003-08 Exp Date: 10/07/2016
Tank Pressure: 482 psi Barometric Pressure: 752 mmHg

System Check: Passed

Test g/210L Time
BLK 000 15:06
CHK 15:07

Test Status: Set solenoid error

Calibration CRC: 95E2A15E
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