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COMMONWEALTH of VIRGINIA
DEPARTMENT OF FORENSIC SCIENCE

CALIBRATION L~BORATORY

A Nationally Accredited Laboratoiy
737 NORTH 5TH STREET

RICHMOND, VIRGINIA 23219

(804) 786-6971

CERTIFICATE OF INSTRUMENT ACCURACY

INSTRUMENT: Intox EC/IR II

SERIAL NUMBER: 010620

DATE CERTIFICATION METHOD
PERFORMED:

DATE RECERTIFICATION DUE:

April 16, 2015

October 13, 2015

The above listed instrument was found to meet all requirements for accuracy and performance established by the
Department of Forensic Science as required by §9.1-1101 (B)(3). Measurement traceability is established
through the use of reference materials supplied by an ISO/IEC 17025:2005 accredited calibration laboratory.

Estimation ofUncertainty of Measurement:

CITY OF RICHMOND

COMMONWEALTH OF VIRGINIA

The foregoina was acknowledged before me this 1 ~~day of
~ Timmy L. Neece, Jr

0.020 ± 0.004 g/210 L 0.150 ± 0.008 g/210 L

0.080 ± 0.004 g/210 L 0.250 ± 0.008 g/210 L

The Uncertainty of Measurement is reported at the 99.73% level of confidence and a coverage factor of k=3.
The estimation of the Uncertainty of Measurement is calculated for the Certification process only.

~E~rEZ
Timmy L. Neece, Jr.

Forensic Scientist

~f).
Ciera N. Boxley, Notary Public

Ciera N. Boxley
Notary Public - ID 7364173

CommonweaIt~
My Corn. Exps

My commission expires:August 31, 2018



Department of Forensic Science
Breath Alcohol Section

Instrument Maintenance History
4/16/2014 To 4/16/2015

Instrument Serial Number: 010620 As of 16-Apr-15

Maintenance

Date

16-Apr-15

14-Oct-14

05-May-14

Certification

Date

16-Apr-15

14-Oct-14

05-May-14

Technician

Initials

TLN (25387)

DBH (21250)

DBH (21250)

Remarks
CERTIFIED.

CERTIFIED.

CERTIFIED.
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INTOX EC/IR II
Quality Assurance Worksheet

Instrument Serial Number 010620 Worksheet Start Date 4/16/2015

Location DES Central Lab

Address 737 North 5th Street Richmond VA 23219

DFS Technician Timmy Neece, Jr License No. 25387

~ Laboratory F On-Site

Site Specification: No detrimental environmental conditions exist.

Instrument Barometer (mm HG) 766 Reference Barometer (mm HG) 768

Reference Barometer(RB)Serial # 009110 RB Calibration Due 5/28/2015

Measurement Assurance Check

Standard (sea level) PA Target minimum maximum Sample 1 0.306
0.300 0.302 0.292 0.311 Sample2 0.306

Precision sample mm sample max Sample 3 0.306
0 0.306 0.306

Standard (sea level) PA Target minimum maximum Sample 1 0.100
0.100 0.101 0.097 0.104 Sample 2 0.100

Precision sample mm sample max Sample 3 0.100
0 0.100 0.100

Dry gas standard Lot No. (with tank no.) AG316301-18

Replaced dry gas standard (+0-ring) Supplies
Mouthpieces

F Installed at Location Certificates of Analysis
Operator Worksheet

Remo~ed to DFS-Central Other:

Notes:

Intox EC/IR II QA Worksheet DES Document 250-Fl 13
Issued by Calibration and Training Program Manager Revision 7
Issue Date: 9-December-20l3 Page 1 of 2



Instrument Serial Number 010620 Certification Date 4716/2015

Calibrated ~ Certified ~ Measurement Assurance Check

~ Instrument Test Troubleshooting/Maintenance Worksheet Completed
(Successful completion denotes satisfactory condition of the item.)

Standard (sea level) PA Target minimum maximum Sample 1 0.253
0.250 0.252 0.244 0.259 Sample 2 0.253

Precision sample mm sample max Sample 3 0.252
0.001 0.252 0.253

Standard (sea level) PA Target minimum maximum Sample 1 0.152
0.150 0.151 0.146 0.155 Sample 2 0.152

Precision sample mm sample max Sample 3 0.152
0 0.152 0.152

Standard (sea level) PA Target minimum maximum Sample 1 0.081
0.080 0.081 0.078 0.084 Sample 2 0.081

Precision sample mm sample max Sample 3 0.081
0 0.081 0.081

Standard (sea level) PA Target minimum maximum Sample 1 0.020
0.020 0.020 0.017 0.023 Sample 2 0.019

Precision sample mm sample max Sample 3 0.019
0.001 0.019 0.020

All measurements are in g/210L
Estimation of Uncertainty of Measurement and traceability records are located within the Breath Alcohol Section

DES Technician

Issuing Analyst Date
~

Intox EC/IR II QA Worksheet DES Document 250-El 13
Issued by Calibration and Training Program Manager Revision 7
Issue Date: 9-December-201 3 Page 2 of 2
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intox i~u~i~—ii: certitication

ueparrmenr ot Forensic Science
~eriai Number: 010620 TESt Number: YLi~

Test Date: Li4f1ó/d0i.~ i’est Time: Li~:1~ ~DT

rl~echfljc1an initials: TL,iv
Dry Gas Target: U.2~2

Lot Number: 1611425014-04 Exp Date: UY/0b/~uib
Tank Pressure: 66 psi barometric pressure: /~ mmi-iq

System Cneck: £-~assea

Test q/2.LuL Time
D1AG t-’ass
bLK 0.000
CHK U.25i
I3LK 0.000 U~:2u
CHK U.2~i u~:20
k3LK 0.000
C1-i1( ~ 0~i:z,5

bLK 0.000

Success

~canaara vaiue i~at sea level): U.~U q,.~iui..3

Certitication Status: Continued



Intox i~C/lR—1i: Certirication

Department of Forensic science
Serial Number: 010620 Test Number: ~cJ:’

Test Date: 04/16/2015 Test Time: Uy:~, ~L’T

Standard Value (at sea level): U.l~U q/21UL

Lot Number:
Tank 1~ressure:

Tecnnician initials: TL,iv
ury Uas larqet: 0.131

loll 4.L3U.L i—Ui ~xp Date: u//U.~3/~L’ib
barometric ~‘ressure: /bt’ mm~q

CnecK: Passed
713 psi

System

‘i~ e St
L)1AU

bLK
C141c
bLK
CHK
bLK
CHK
BLK

q, 21UI~

i’ass
U. UUU
U. 152
U. UUU
U •

U. uUU
U.l~2
U. UUU

~3uccess

Time
21

20

.5U
U9: ii

‘5,5
.5.5

09: .55

Certification Status: Continued



intox i~C/iR—ii: Certitication

L)eparcment ot Forensic ,~cience
Serial Number: 0i062U Test Numoer: ~0d

Test Date: 04/16/201~ Test Time: u~:~d ~v~’

Technician initials: TJ~tv
Dry Gas Target: 0.081

Lot Number: 1611408012-02 ~xp Date: 0i/05/~u1b
Tank Pressure: 5~0 psi Barometric i’ressure: /b.~’ mini-iq

System Check: Passea

Test g/21UL Time
D1AG Pass U9:3~
BLkc~ 0.uUU
CHK 0.081 U~:4U
BLK 0.000 U~:4i
CFiic U.UtSj.
13LK tJ.UUu u9:4i
Cl-tic U.UtLL
13Lt( 0.000 U~1:4t

Success

Standard Value (at sea level): U.USU q/ZiUL

Certification Status: Continued



intox i≤C/iR—l.L: certitication

Deparcment o.t Forensic Science
Serial Number: 010620 Test Number: YVY

Test uate: 04/16/20i~ Test rime: uY:qi ~

Standard Value (at sea level): 0.020 q,ziuL~

Lot Number:
Tank Pressure:

Tecnnician initials: TJ1V
Dry Uas Tarqet: 0.020

16114020.L1—U1 Exp Oate:
732 psi barometric wres

System Cneck: ~assea

U ~/0.~2Ui o
sure: /bb mmi-ig

Test
Di ~G
I3LK
CHK
BLIK
CI-iK
BLK
CFIK
BLK

g/21UL~
Pass
0.000
0. u20
0.000
0.019
0.000
0.019
0.000

Success

Time
09:4’i
09:
09:49
09: 50
09:51
09:52
09: Si
tJ~: 54

Certification status: Success



intox I~C/1R-11: Accuracy CnecK

Department 0± Forensic Science
Serial Number: 010620 Test NumDer: ~10

Test Date: 04/16/2015 ‘i1est Time: 1u:L)~ ~L’f
Dry Gas Target: U.3u2

Lot Number: A~42dU03-12 ~xp Date: 1u,’u?i2ui6
Tank Pressure: 144 psi barometric Pressure: /~b mm~q

System Checx: A-’assea

l’est g/2LUi~ lime
bLK U.UUu iU:U9
CHK U.iOb .LU:iU
t3LK u.UUU 1u:L4
Ci-IK U.i06

U.UUU iU:J.~5
CI-IK U.iUb .LU:lb

Test Status: Success

Calibration CRC: UC2F~J~



Test
BLK
Ci-iK

CHK
bLK
CtIK

g/21UL
U. UuU
U. iOU
U. 000
o . iou
o . OUu
U. i~UU

Ti me
i_U :24
.LU :
J.U:
i_U : z /

.LU:
i_U:

.Lntox i≤C/1i~—li: Accuracy CnecK

Deparcment or Forensic science
Serial Number: U1U~4U Test NumDer: ~11

Test uate: 04/ló/2015 Test Time: iu:~i ~L’~
Dry ~as Target: U.iOi

Lot Number: AG3I63thL-.Ld 1~xp Date: Ub/1.~’/IU.L3
Tank Pressure: 3J0 psi ~aromecric k~ressure: /~ mmiiq

System Cneck: Passed

iest ~tacus: success

CaliDratlon CtLC: OC2k~i≤f~a~



INSTRUMENT, TEST, DFS

NEECE,JR., TiMM~, L Uk~S ~entra1 i~ab

25387 .LU/U1/2Uib U’4/±b/2U.L~

UIUb2U u4/Lb/zuit

iU:J~ 1~.DT

U. Uu



IntoxNet MIS Report
Report Generated 16 Apr 2015 at 10:50

Test Results

Instrument Serial Number 010620
Test # 000912 Subject Test
Test Location I Department of

Test Date 16 Apr 2015

Operator’s Last Name NEECE,JR.
Agency DFS Central Lab

Card Serial Number 125387
Subject’s Last Name INSTRUMENT

Subject’s Middle Initial
Driver’s License Number

Driver’s License State
End Date 16Apr2015 End Time

Data Type DIAG
Data Type BLK
Data Type CHK
Data Type BLK
Data Type SUBJ
Data Type BLK
Data Type SUBJ
Data Type BLK

Standard Type Dry Gas Std
Standard Lot Number AG316301-18

Tank Pressure 321
Blow Sample Number 1
Blow Sample Number 2

Tamper Evident Stamp 9e3fa860
Test Status Success

Test Location 2 Forensic Science
Test Time 10:33

RemotelLocal Local
Operator’s First Name TIMMY

Effective Date 10/01/2014

Subject’s Date of Birth 00/00/0000

Result Time 10:39
Sample Value Pass
Sample Value 0.000
Sample Value 0.100
Sample Value 0.000
Sample Value 0.000
Sample Value 0.000
Sample Value 0.000
Sample Value 0.000

Test Location 3
System Check Passed

License Number 25387

Subject’s First Name TEST

Operator’s Middle Initial L

Expiration Date 10/01/2016

Subject’s Sex Male
Driver’s License Expiration 00/00/0000

Court Name DFS

Sample Time 10:33
Sample Time 10:34
Sample Time 10:35
Sample Time 10:36
Sample Time 10:37
Sample Time 10:38
Sample Time 10:39
Sample Time 10:40

End-of-Blow Time 10:37
End-of-Blow Time 10:39

10:40 Result Date 16 Apr 2015 Result 0.00

Blow Duration 2.77 sec
Blow Duration 3.26 sec

Standard Value 0.101
Standard Expiration Date 06/12/2015

Barometric Pressure 766 mmHg
Blow Volume 1885 cc
BlowVolume 1703cc

Test Status Code 0
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