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COMMONWEALTH of VIRGINIA

DEPARTMENT OF FORENSIC SCIENCE

CALIBRATION LABORATORY 737 NORTH 5TH STREET
A Nationally Accredited Laberatory RICHMOND, VIRGINIA 23219
(804) 786-6971

CERTIFICATE OF INSTRUMENT ACCURACY

INSTRUMENT: Intox EC/IR II
SERIAL NUMBER: 010565

DATE CERTIFICATION METHOD June 29, 2015
PERFORMED:

DATE RECERTIFICATION DUE: December 26, 2015

The above listed instrument was found to meet all requirements for accuracy and performance established by the
Department of Forensic Science as required by §9.1-1101 (B)(3). Measurement traceability is established
through the use of reference materials supplied by an ISO/IEC 17025:2005 accredited calibration laboratory.

Estimation of Uncertainty of Measurement:

0.020 4 0.004 g/210 L 0.150 £ 0.008 g/210 L
0.080 = 0.004 g/210 L 0.250 £ 0.008 g/210 L.

The Uncertainty of Measurement is reported at the 99.73% level of confidence and a coverage factor of k=3.
The estimation of the Uncertainty of Measurement is calculated for the Certification process only.

P

Timmy L. Neece, Jr.

Forensic Scientist

CITY OF RICHMOND
COMMONWEALTH OF VIRGINIA

The foregoing was acknowledged before me this a day of
(Q oV , &)}S by Timmy L. Neece, Jr.

Ciera N. Boxley, Notary Public

3 Ciera N, Boxley
3 Notary Public - ID 7364173

Commonwealiby of VA
My Com. Exps. o

My commission expires:August 31, 2018

N




Department of Forensic Science
Breath Alcohol Section
Instrument Maintenance History

By

6/29/2014 To 6/29/2015
Instrument Serial Number: 010565 As of 29-Jun-15
Maintenance Certification Technician
Date Date Initials Remarks
29-Jun-15 29-Jun-15 DBH (21250) REPLACED DRY GAS SOLENOID VALVE, CERTIFIED.
21-Nov-14 21-Nov-14  HMS (18910) CERTIFIED
27-Aug-14 27-Aug-14 MMB (26417) CERTIFIED.
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INTOX EC/IR 1l
Quality Assurance Worksheet

e

instrument Serial Number
Location DFS-Central
Address 737 N 5th St, Rich

DFS Technician

¥ Laboratory

Site Specification: No detrimental environmental conditions exist.

Instrument Barometer (mm HG)

Reference Barometer{RB)Serial #

Measurement Assurance Check

L84
<4

Worksheet Start Date

License No.

[ On-Site

=

Reference Barometer (mm HG)

RB Calibration Due

Standard (sea [evel) PA Target maximum Sample 1 0.301
0.300 0.298 0.306 Sample 2 0.300
Precision sample min sample max Sample 3 0.300
0.001 0.301
Standard (sea level) PA Target maximum Sample 1 0.100
0.100 0.099 0.102 Sample 2 0.100
Precision sample min sample max Sample 3 0.100
0 0.100

Dry gas standard Lot No. (with tank no.)

I~ Replaced dry gas standard (+O-ring)
™ Installed at Location

™ Removed to DFS-Central

Notes:

Supplies

Mouthpieces
Certificates of Analysis
Operator Worksheet
Other:

Intox EC/IR Il QA Worksheet

Issued by Calibration and Training Program Manager

Issue Date: 9-December-2013

DFS Document 250-F113
Reviston 7
Page 1 of2



Instrument Serial Number Certification Date

¥ Measurement Assurance Check

W Certified

[~ Calibrated

¥ Instrument Test ¥ Troubleshooting/Maintenance Worksheet Completed

{Successful completion denotes satisfactory condition of the item.)

Standard (sea level) PA Target minimum maximum Sample 1 0.251
0.250 0.248 0.240 0.255 Sample 2 0.250
Precision sample min sample max Sample 3 0.250

0.001 0.250 0.251
Standard (sea level) PA Target minimum maximum Sample 1 0.150
0.150 0.149 0.144 0.153 Sample 2 0.150
Precision sample min sample max Sample 3 0.150

0 0.150 0.150
Standard (sea level) PA Target minimum maximum Sample 1 0.080
0.080 0.079 0.076 0.082 Sample 2 0.080
Precision sample min sample max Sample 3 0.080

4] 0.080 0.080
Standard (sea level) PA Target minimum maximum Sample 1 0.019
0.020 0.020 0.017 0.023 Sample 2 0.018
Precision sample min sample max Sample 3 0.019

0 0.019 0.019

All measurements are in g/210L
Estimation of Uncertainty of Measurement and traceability records are located within the Breath Alcohol Section

DFS Technician

DY
Date —4/4%74(5‘: 7 /9'2/ i~
Issuing Analyst . / M Date ;74945' ?/J’é)‘“

P s

DFS Document 250-F113
Revision 7
Page 2 of 2

Intox EC/IR [I QA Worksheet
Issued by Calibration and Training Program Manager
Issue Date: 9-December-2013



Troubleshooting/Maintenance Worksheet

Location SN (90565

DFS Central Lab 700 N 5th Street, Richmond, VA 23219 Page 7 aof !
Date Initials Work Performed

4lazlis] DeH REPLASED BRY GAS SoLENS™ VALYE

LI [

6'/2'(//5 38_)7’ FRESSURE. /690 p,ST  TINE ! [543

é/;?g,/({ DEH PRESSURE floo P8I TInE /o 39
¢[a)is| DY fRESSURE  J)oo ST Dne: 2wl

o~

™~

™~

Troubleshooting/Maintenance Worksheet
1ssued by Calibration and Training Program Manager
Issue date: 8-December-20[3

DFS Document 250-F119
Revision |
Page 1 of |



intox BU/iR—-11l: Certirication ‘bgﬁ

. o o Tins
Department or forensic science
Serial Number; Uivse s Test Number: 723
Test Date: U6/2%/20i5 test Time: 13:53 EDY

Technician Initials: DEH
pry Gas Target: 0.248
Lot Humber: i6ild250r4-01 Exp Date: 07/05/20i¢6
Tank Pressure: J0¢I psi Barometric Pressure: 754 mmHyg
System Check: Passed

Test g/210L Time
D1aG Pass l3:54
BLK g.0u0 ldrhd
CHE 0.251 13:55
BLK g.000 15:56
CHE U.2hi 1357y
BLK 0,000 13:5%
CHE 0,250 13:59
BLK U,uui lastUl
sucecess

sTandard vaiue (At sea ievei): U,254 g/2Llul

cercitication Statug: Jontinued



IATOHE BMOESIK-11: Certitication 3)5/7)

Lepartient or FOFSnSIc Fcience T
Herial Number: ¢idoess TestT Humbsar: 724
TeaT DATE: WB EN 00105 TEBT Ulite:r Ldrs BOY

Yecnnliclan lnitlals: LBH
Lry Gas ‘Yardget: .i4¥
LOT Humber: tellidlsvia-ys« ML DAETe ¢
Tank Pregsure: 717 p=i BAYOMEeTr1¢ Pressur
system Check: Passed

Fussddie
g1 fod MMHY

Test g/ 2104 T

DIAG Pass 14:04
BLK . uge Ld:05
CHK 0.150 14206
BLK 0.000 id: 07
CHE b.1l50 l4:08
BLK U.009 1d4:0%
CHK 0.150 14:10
BLEK U,000 1411

S5uccess

Standard value (at sea level): 0,120 g/2Ll00L

CeYTlflcation S5tatus: Continuded



intox EC/IE-11: Certification

Department of Forepsic Sciense

Saerial Mumbar: u;ugas Test Number: 25
Tast Date: (e 88,5015 Tast Timae: i4:81% &B7F

jecnniclian Inlvials: DHH
pDry Gas ‘[argeti: .y

Lot Number: letfgddiizs-ud BXp pate: UssUL G0
Tank Pressure: o554 psl BAFOMETY1C Preagurea: 754 mnHg

system Check: rassed

Test G/ 4Ll Plme

DiAG Fass id:15%
BLK U, Gl idilin
CHK g.u80 1417
BLK 0.000 ld:idg
CHE J,.us0 L4:14
BLK 0,000 1420
CHE 0,080 la:zi
BLK U. 000 td2d

sucecess

Standard value {(at =sea level): 0.080 g/2ZloL

Certitication status: Continued

8/H



Intox BOAIR-11: Certirigation i&ﬂ/

Department of Forenslc Seiencd

Serial Humber: Gig56s Test MNunber: 726
Tast Date: 06/29/9045 Pest Time: L4386 BLT

Technician Initials: DBH
Dry Gas Target: o.d3d

Lot Mambar: Ielldes0ri-gs BXEp Date: @F05300
Tank Pressure: #55 psi HAromatric Pressure!
dsyatem Check: Passed
Test g/ 2LUL Vime
LUlas 1 14: 4o
BLK U.ouy a2t
CHE U.019 1d4:248
BLK U,y L4 4y
CHE U1 ld:au
HLK .Uy Ldr 3l
CHE G.01y 142352
BLK U.o00 Ld:33a

success
standard vValue (at sea ievel): G.02¢ g/:210L

Ceytitication Status: suaccess



LHvoE BUAIH-11: ACCuracy Check I&%y

. . e Thar
LEepArTMEnT OF FOarspsic ST1epcs
ferial Humbsr: Jidsés Test Number: /27
Test Date: (e /29730105 Teat Tlie: fd:37 BRT
Dry sas Yarget: ¢.298
Lot Number: AGS0e50i-id BEp Date: (0770107
Tank Presaure: [74 psi BAarometrlc Pressure: 754 mmHqg

System Check: Fassed

Test g/210L Time
BLK U.000 L4377
CHK 0.301 14:38
BLK U.o00 L4140
CHK a4, 300 14:41
BLK u.oon idrdz
CHK . 304 ld:43

TestT BLATUS: SUOCE8S:

(2

CAalibravlion ChO: pFiv4s494



DéH

INTOX BUA1H-11: ACCUTacy Check
Tlwr
Repartment or FOrensic Soisnce
serial Humber: vUiddes PYest Number: 744
Test Date: o/ 74 4005 Taat Time: I4:4d8 BOT
Ory as Targec: U.099
Lot Number: AG425ZUi-~4i WXp ate: U /UY L2016
ank rPressure: #s pEi HAarometrlo Pressure: 754 mmHg
syastem check: Fasged

Tast g7 40U Tiime
BLEK g, DU Ldrdy
CHE 0.100 Ld:49
BLK g.000 Jd:bi
CHE U.14a0 id4:52
BLK 3.0060 14:53
CHE 0,100 id:54

Test Status: Success

Calibration CRO: F3943994
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IntoxNet MIS Report

Report Generated 29 Jun 2015 at 15:08

Test Results

D)
Tl

Instrument Serial Number 010565

Test # 000729
Test Location 1
Test Date 29 Jun 2015

Subject Test
Department of

Remote/Local

Operator's Last Name HALL

Agency DFS Central Lab
Card Serial Number 121250
Subject's Last Name INSTRUMENT
Subject's Middle Initial

Driver's License Number
Driver's License State
End Date 29 Jun 2015 End Time 15:04

Test Location 2 Forensic Science
Test Time 14:586
Local
Operator's First Name DONALD
Effective Date 10/01/2014

Subject's Date of Birth 00/00/0000

Result Time 15:03

Test Location 3
System Check Passed

Operator's Middle Initial B
License Number 21250
Expiration Date 10/01/2016
Subject's First Name TEST
Subject's Sex Male
Driver's License Expiration 00/30/0000
Court Name DFS

Resuit Date 2% Jun 2015 Result 0.00

Data Type DIAG Sample Value Pass Sample Time 14:57
Data Type BLK Sample Vajue 0.000 Sample Time 14:57
Data Type CHK Sample Value 0.100 Sample Time 14:58
Data Type BLK Sample Value 0.000 Sample Time 14:59
Data Type SUBJ Sample Value 0.000 Sample Time 15:00
Data Type BLK Sample Value 0.000 Sample Time 15:01
Data Type SUBJ Sample Value 0.000 Sample Time 15:03
Data Type BLK Sample Value 0.000 Sample Time 15:04

Standard Type Dry Gas Std
Standard Lot Number AG425201-41
Tank Pressure 80
Blow Sample Number 1 Blow Duration 3.78 sec
Blow Sample Number 2 Blow Duration 3.81 sec
Tamper Evident Stamp  97fd33f2
Test Status Success

Standard Value 0.099
Standard Expiration Date 08/09/2016
Barometric Pressure 754 mmMg
Blow Volume 2001 cc End-of-Blow Time 15:00
Blow Volume 2005 cc End-of-Blow Time 15:03
Test Status Code 0
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